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(b) An applicant shall grant to FDA
access to any records and reports re-
quired under the provisions of this
part, and shall permit authorized FDA
employees to copy and verify such
records and reports and to inspect at a
reasonable time and in a reasonable
manner all manufacturing facilities to
verify that the device is being manu-
factured, stored, labeled, and shipped
under approved conditions.

(c) Failure to comply with any
postapproval requirement constitutes a
ground for withdrawal of approval of a
PMA.

(Approved by the Office of Management and
Budget under control number 0910–0231)

[51 FR 26364, July 22, 1986, as amended at 51
FR 43344, Dec. 2, 1986]

§ 814.84 Reports.

(a) The holder of an approved PMA
shall comply with the requirements of
Part 803 and with any other require-
ments applicable to the device by other
regulations in this subchapter or by
order approving the device.

(b) Unless FDA specifies otherwise,
any periodic report shall:

(1) Identify changes described in
§ 814.39(a) and changes required to be
reported to FDA under § 814.39(b).

(2) Contain a summary and bibliog-
raphy of the following information not
previously submitted as part of the
PMA:

(i) Unpublished reports of data from
any clinical investigations or nonclini-
cal laboratory studies involving the de-
vice or related devices and known to or
that reasonably should be known to
the applicant.

(ii) Reports in the scientific lit-
erature concerning the device and
known to or that reasonably should be
known to the applicant. If, after re-
viewing the summary and bibliog-
raphy, FDA concludes that the agency
needs a copy of the unpublished or pub-
lished reports, FDA will notify the ap-
plicant that copies of such reports
shall be submitted.

(Approved by the Office of Management and
Budget under control number 0910–0231)

[51 FR 26364, July 22, 1986, as amended at 51
FR 43344, Dec. 2, 1986]
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